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Date in: Response: Model: Author: 

2007-05-24 2007-05-24 STX40 / LPX40 CMa 

 

SSTTXX4400  //  LLPPXX4400  
SShhaakkeerr  WWiirriinngg  CChhaannggee  VV66..00..xxxx  ttoo  VV66..11..xxxx  

 
1. Remove wire from C103.30 (37 Pin connector on controller card) to C101.000 (PLC input 000) 
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2. Locate wire from C11.5 (9-pin D-Sub shaker connector) to C102.504 (PLC output 504) 
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3. Remove end of wire at S102.504 (output PLC 504) and put to C101.000 (input PLC 000) 
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