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HHooww  ttoo  ppaacckk  aa  SSTTXX4400  
 
1. Handling 

 

 

Remove the 
Stackers from 
Chamber 
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Cut a piece of air 
bubble foil, fold it 
once and roll it. 

 

Apply a piece of 
sticky tape to keep 
the roll in shape 

 

Keep Home 
switch clear

Lift the Handling lift assembly 
by hand and place the roll 
under it
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Wrap air bubble 
foil around the 
handling. 

Apply sticky tape to 
prevent handling 
from turning. 
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2. Stacker 

 

Stacker packed in 
Liconic cardboard box.

Protect Stacker. No 
forces should be applied 
to the sidewalls 
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3. Transferstation 

 

2 Losen this screw and take 
off the Transferstation

1 Unplug the cable from the 
Unit
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Do not open 

Do not open 

The positioning bolts 
allow an easy 
remounting of the 
Transferstation 

The Adjustment block 
remains mounted to the 
Unit

 
 
 

  

Wrap the Transferstation 
into a piece of air bubble 
foil. 
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