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Connectors

Back panel

Power Connector High Power 16A
(Refrigeration, Heaters)
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Power Connector Low Power <10A
(Module, Handling, Sensors)

Connector: Type C14

Supply Fuse E EPEREE=S : : Main Power switch

Connector: Type C20
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Switching Supply Voltage
Low Power Supply Voltage Change

Remove Fuse holder

Remove Voltage selector
of the Fuse holder
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Select appropriate
Voltage

Put the Voltage selector
back into the Fuse
holder: The supply
Voltage should be visible
in the little window

Put the Fuse holder
back in place
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High Power Supply Voltage Change

Supply Voltage

selector
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230V
configuration

115V
configuration
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