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ID: Title:  Defrost Electrical Connection 

0082 

Date in: Response: Model: Author: 

2009-09-12 2009-09-12 DF Units CMa 

 
 

DDeeffrroosstt  DDFF  UUnniittss  
 
 
509 active during Defrost, Solenoid not active 
 

 

Relay K2 
(515)

Wire to cater contact 
must be connected 
to 21 (Life) 
- DC units 
- AR units 
- DF units 

Humidification SS-Relay (514) 

 
 

Defrost SS-Relay (509) 

Center contact must be 
Life (permanently) for 
- DC units 
- AR units  
- DF units 
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