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-    Alarm Output for Temperature out of band is 600 
-    Alarm Set point DM900, value: (t+500)*32 [1/10°C] 
-    Band for temperature is DM130 [1/10 °C] 
-    Delay for Temp is T130 [1h] 
-    Alarm turns on after T130 time [1/10s]. As soon as temp. is within band. 
-    Reset Alarm: "RS T130" resets alarm for T130 (1 hour) 
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